Background {#Sec1}
==========

Stroke is one of the leading causes of morbidity and mortality worldwide. Atherosclerotic carotid artery narrowing is currently a relevant clinical risk factor for developing stroke \[[@CR1]\]. However, the degree of luminal stenosis alone is a relatively poor predictor of subsequent neurological events \[[@CR2]--[@CR5]\]. During recent years, the concept of vulnerable atherosclerotic lesions has evolved as potentially improved predictor for neurological events \[[@CR4], [@CR5]\]. Due to its versatile contrast properties and potentially high spatial resolution, magnetic resonance imaging (MRI) has great potential to provide high-fidelity images of the vessel wall, thus enabling visualization and quantification of the plaque morphology, identification of tissue types, and the detection of other pathological features associated with vulnerability \[[@CR6]--[@CR8]\].

Most commonly, plaque imaging has been achieved by combining a double-inversion recovery black-blood preparation \[[@CR9]\] with two-dimensional multi-slice (MS2D) data acquisition by means of turbo spin echo (TSE) techniques \[[@CR6], [@CR7], [@CR10]--[@CR12]\]. Proper adjustment of the TSE sequence parameters allows multi-contrast MRI including T1 (T1W), T2 (T2W) and proton density (PDW) weighted image contrast. Since high-spatial resolution is required and the T2 relaxation constants of the different plaque components are rather short ranging from 10.4 to 112.4 ms \[[@CR13]\], the maximal length of the readout duration (and hence the maximal possible TSE acceleration factor k) has to be limited to avoid image blurring caused by severe T2 apodization. Without compromising spatial resolution, this technique allows for the acquisition of a single slice in the minute time range using reasonably long echo trains.

For volume coverage, most studies so far have combined TSE imaging with multi-slice 2D acquisitions to measure the required volume-of-interest (VOI). A major limitation of these approaches results from their non-isotropic spatial resolution and the rather long acquisition times. The straight extension of the TSE techniques to three-dimensional (3D) coverage of large sections of the arteries of interest \[[@CR14]\] has been limited by the resulting even longer acquisition times. For shortening of the acquisition time, previous investigators have applied combined gradient and spin echo \[[@CR15]\] (GRASE), reduced field of view \[[@CR16], [@CR17]\], fast gradient echo \[[@CR18]\], and 3D-TSE with variable flip angle \[[@CR19]\] (VFA-SPACE) techniques. Where the gradient echo based approaches do not provide sufficient T2 contrast but short acquisition times, the VFA-SPACE technique proved almost similar T2 contrast as the conventional T2W-TSE techniques but may show some longitudinal magnetization recovery over the rather long echo train and still requires rather long acquisition times. It has been shown earlier that by the application of a T2 preparation sequence \[[@CR20]\], T2 image contrast can also be obtained in combination with fast gradient echo techniques \[[@CR21]\].

It is the objective of this study to investigate the potential of T2-prepared three-dimensional spoiled gradient echo (T2P-3DGE) techniques for providing T2 contrast in reasonable acquisition time.

Theory {#Sec2}
======

The application of a T2-preparation module (T2P) is well known from MRI coronary angiography for improving the contrast between blood and e.g. the myocardium \[[@CR20], [@CR22]\]. Assuming complete longitudinal relaxation between subsequent T2 preparation pulses, the resulting signal intensities $\documentclass[12pt]{minimal}
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A schematic diagram of the T2P-3DGE sequence is provided in Fig. [1](#Fig1){ref-type="fig"}. In principle, the sequence comprises a conventional three-dimensional spoiled steady-state gradient echo sequence. Prior to the acquisition of each segment (3D-GE), a T2 preparation module (T2 prep) is played out to ensure T2-weighted magnetization preparation. To enable recovery of the magnetization, after the acquisition of each segment a waiting period (wait) is interwoven. For ensuring black-blood contrast, motion-sensitizing gradients \[[@CR23]\] were applied before and after the refocusing pulse of the T2-prep module (not shown).Fig. 1Schematically representation of the T2P-3DGE sequence. For simplification, only the RF pulses are provided. The readout phase including phase-encoding and readout gradients is shown as a single block RO. *T* ~*P*~ T2 preparation time; *T* ~*GE*~ gradient echo readout block; *∆T* interval between subsequent T2 preparations

Methods and materials {#Sec3}
=====================

All imaging was performed on a 3T whole-body system (Achieva, Philips Healthcare, Best, The Netherlands) equipped with a high-performance gradient system capable of a maximum gradient amplitude of 40 mT m^−1^ and maximum slew rate of 200 T m^−1^ s^−1^.

In vitro evaluation {#Sec4}
-------------------

For optimization of the T2-prepared fast gradient echo sequence (T2P-3DGE), an agarose gel phantom containing several insets with different concentrations of iron oxide particles was used. Depending on the iron concentration, the resulting T2 values ranged from roughly 18.9 to 96.3 ms as mapped by a conventional multi-spin echo technique with subsequent fitting of a mono-exponential T2 decay curve to the multi-echo data. The optimization of the acquisition parameters included shot interval ∆T (the interval between subsequent application of the T2 preparation), the preparation time T~P~, the acquisition duration T~GE~ (number of gradient echoes per shot times T~R~) and the excitation flip angle α. All data were acquired with an 8-element head coil. Coil sensitivity patterns and receiver gain settings were corrected before image analysis. The resulting image intensities of a certain T2P-3DGE parameter set were quantitatively compared to the T2W-3DTSE reference scan (Table [1](#Tab1){ref-type="table"}: T2W-3DTSE). The optimization target was reaching similar image contrast by the T2P-3DGE sequence as provided by the T2W-3DTSE technique.Table 1Acquisition parameters (TR: repetition time; TE: echo time; ΔTE: echo spacing; α: flip angle; FOV: field-of-view; DIR: double inversion recovery; MS: motion sensitized; SPIR: spectral presaturation with inversion recovery)Turbo spin echo (TSE)Gradient echo (GE)T1W-3DTSEPDW-3DTSET2W-3DTSE3DGET2P-3DGETR (ms)952190522506.46.4TE (ms)1110523.33.3ΔTE (ms)1210.410.4NANAα \[deg\]9090902020FOV (mm) RL/AP/FH150 × 200 × 20150 × 200 × 20150 × 200 × 25150 × 200 × 25150 × 200 × 25Slice thickness/gap (mm)2.0/−1.02.0/−1.02.0/−1.02.0/−1.02.0/−1.0Resolution (mm) RL/AP/FH0.45 × 0.45 × 20.45 × 0.45 × 20.45 × 0.45 × 20.45 × 0.45 × 20.45 × 0.45 × 2k-Space filling patternCentricCentricLinearLinearLinearBlack-bloodDIRDIRDIRMSMSFat saturationSPIRSPIRSPIRSPIRSPIRNSA11133Turbo factor111292020SENSE factor12211Halfscan factor0.6750.6750.67511Scan time6 min 14 s7 min 16 s7 min 41 s6 min 36 s6 min 36 s

In vivo evaluation {#Sec5}
------------------

After optimization of the T2P-3DGE acquisition parameters, the proposed technique was evaluated in 10 patients \[male/female 9/1, mean age 66 ± 6 years (59--73)\], scheduled for a conventional MRI investigation of the carotid artery wall. The MR protocol was approved by the Ethic Committee of University Hospital of Ulm with signed written informed consent obtained from all patients before data acquisition.

In vivo imaging protocol {#Sec6}
------------------------

The comprehensive MRI investigation included a fast survey, followed by a coil sensitivity map for homogenization of the images and for parallel imaging reconstruction. An additional inflow angiogram was acquired for accurate planning. Vessel wall images were obtained by three-dimensional TSE (3DTSE) techniques with proton density (PDW-3DTSE), T1 (T1W-3DTSE), and T2 (T2W-3DTSE) image contrast and a fast three-dimensional gradient echo technique with (T2P-3DGE) and without (3DGE) T2 preparation. Black-blood image contrast was obtained by double inversion recovery (3D-TSE) or a driven-equilibrium motion-sensitized preparation (3DGE, \[[@CR23]\]). For T2P-3DGE, the motion sensitizing gradients were combined with the T2 preparation module. The order of the sequences was randomized for each patient. A detailed description of the imaging parameters is provided in Table [1](#Tab1){ref-type="table"}. All images were acquired in axial orientation centered at the bulbus of the carotid bifurcation. For suppression of swallowing motion artifacts, a pencil beam navigator \[[@CR23]\] positioned at the epiglottis was applied before the respective sequence block in all measurements.

All data were acquired utilizing a dedicated two segment four-element carotid coil (Philips Research Europe, Germany). Either segment comprises two independent coil elements with spatial extent of 65 × 50 mm^2^ each.

Data analysis {#Sec7}
-------------

All patient data was transferred to a medical workstation (ViewForum, Philips Healthcare, Best, The Netherlands). For SNR measurements, a region-of-interest (ROI) was manually placed in the vessel wall and the vessel lumen, and the SNR was calculated as the fraction of the mean signal intensity and the standard deviation of the respective ROI. The *CNR* was calculated as $\documentclass[12pt]{minimal}
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                \begin{document}$$ CNR\left( {a,b} \right) = \frac{{\left| {S_{a} - S_{b} } \right|}}{{0.5\left( {\sigma_{a} + \sigma_{b} } \right)}} $$\end{document}$, with *S* being the signal intensity and σ being the respective standard deviation. The outer and inner vessel areas were calculated according to manually drawn contours, and the vessel wall area calculated as the respective difference. All analyses were performed in a slice located in the ACC, identified manually 10 mm caudal to the bulbus.

A nonparametric two-tailed Mann--Whitney U test was performed for assessment of the significance of the results. P values below 0.05 were considered significant. All statistical analyses were performed with the real statistics package for Excel (<http://www.real-statistics.com>).

Results {#Sec8}
=======

In vitro {#Sec9}
--------

The in vitro study revealed that choosing the T2P-3DGE sequence parameters as: ∆T = 1000 ms, T~GE~ = 128.4 ms, T~P~ = 50 ms, and α = 20° provided very similar T2 weighting of the resulting image as the conventional T2W-3DTSE sequence (Fig. [2](#Fig2){ref-type="fig"}). Quantitative comparison (Fig. [3](#Fig3){ref-type="fig"}) revealed an excellent correlation (R^2^ = 0.92) of the T2W-3DTSE and T2P-3DGE image intensities. However, an offset, most likely caused by the additional T1 weighting of the T2P-3DGE sequence, can be appreciated. Furthermore, a slight increase of the intensity differences can be observed for the T2P-3DGE approach \[I~T2W-TSE~ = 0.95 (I~T2P-3DGE~ -- I~T2P-Offset~)\]. After correction for the offset no significant (p = 0.72) differences between the two approaches were observed.Fig. 2Appearance of the agarose phantom acquired with the conventional T2W-3DTSE (**a**) and the proposed T2PW-GE (**b**) technique Fig. 3Resulting signal intensities for different T2 species in the phantom

In vivo {#Sec10}
-------

The imaging protocol could be completed in all patients. One patient had to be excluded due to severe motion artifacts in all images. Acquisition time per slice for the T2W-3DTSE technique resulted to 23 s. Respective acquisition time for the T2P-3DGE approach resulted to 5.4 s. To match signal to noise in both techniques, three signal averages were used in most patients for the T2P-3DGE approach yielding a realistic acquisition time per slice of 16.2 s. Navigator efficiency resulted higher than 95% in all cases and respective prolongation of the acquisition time could be neglected.

Qualitative comparison of the 3DGE technique (Fig. [4](#Fig4){ref-type="fig"}c) with the T2P-3DGE technique (Fig. [4](#Fig4){ref-type="fig"}b) clearly revealed the increased T2 weighted contrast in the T2P-3DGE data. In direct comparison with the respective T2W-3DTSE image (Fig. [4](#Fig4){ref-type="fig"}a), a very similar contrast can be appreciated in the T2P-3DGE image. Obvious differences appeared in areas of short T1 components (e.g. the myelon), where the additional T1 weighting substantially contributed to the final image intensity. Close-ups of the lesion (Fig. [4](#Fig4){ref-type="fig"}d--f) support the T2W contrast of the T2P-3DGE technique. Figure [5](#Fig5){ref-type="fig"} shows five consecutive slices of a substantially enlarged vessel wall acquired with the T2W-3DTSE (Fig. [5](#Fig5){ref-type="fig"}a--e) in direct comparison with the T2P-3DGE (Fig. [5](#Fig5){ref-type="fig"}f--k) technique. A very similar contrast in the lesion can be appreciated by both techniques.Fig. 4Overview images (*top*) and close-ups images (*bottom*) acquired by T2W-3DTSE (**a**, **d**), T2P-3DGE (**b**, **e**) and 3DGE (**c**, **f**) Fig. 5Consecutive slices of an atheroma acquired with the T2W-3DTSE (**a**-**e**) and the T2P-3DGE (**f**-**k**) technique

For the T2 prepared gradient echo technique, a significant (p \< 0.05) increase in SNR for the vessel wall and lumen, and a clear trend (p \< 0.06) to improved wall-lumen CNR were observed (see Table [2](#Tab2){ref-type="table"}).Table 2Quantitative analysis of the SNR and CNR properties of the T2-prepared gradient echo technique and the conventional T2-weighted turbo spin echo techniqueT2W-3DTSET2P-3DGEpMeanσMeanσ*SNR* (wall)6.841.6112.927.050.01*SNR* (lumen)1.240.172.460.750.007*CNR* (wall, lumen)1.820.332.741.120.06

No significant differences and good correlation (see Fig. [6](#Fig6){ref-type="fig"}) were observed between the two techniques for the inner (p = 0.06) and outer vessel wall (p = 0.64) areas, with a trend to underestimation of the inner area, causing a significant (p = 0.024) overestimation of the resulting vessel wall area (see Table [3](#Tab3){ref-type="table"}).Fig. 6Comparison of the areas of the vessel wall obtained from the endo- and epi-vascular contours and the respective vessel wall area acquired by the conventional T2W-TSE technique (*x-axis*) and the proposed T2P-3DGE technique (*y-axis*) Table 3Quantitative analysis of the resulting geometrical properties of the vessel derived by the T2-prepared gradient echo technique and the conventional T2-weighted turbo spin echo techniqueT2W-3DTSET2P-3DGEpMeanσMeanσ*A* ~*endo*~ (mm^2^)90.13190.1280.06*A* ~*epi*~ (mm^2^)51.123.34817.70.64*A* ~*wall*~ (mm^2^)391042120.024*A* ~*endo*~ area of the vessel lumen; *A* ~*epi*~ area of the vessel including lumen and wall; *A* ~*wall*~ area of the vessel wall

Discussion {#Sec11}
==========

T2 preparation (T2P) is commonly used in coronary magnetic resonance angiography (MRA) to improve the CNR between blood (long T2) and myocardium (short T2), hence improving vessel conspicuity. Further application of T2P includes the rapid generation of images with multiple T2 weightings for T2 mapping of the myocardium. In this study, T2P was combined with rapid three-dimensional gradient echo imaging (T2P-3DGE) for providing T2 contrast in carotid artery wall imaging.

The study shows that by proper adjustment of the acquisition parameters, the T2P-3DGE provides similar contrast as the conventional T2-weighted turbo spin echo (T2W-3DTSE) technique. Differences result from the additional T1 weighting of the T2P-3DGE sequence, which cause signal enhancement especially from short T1 species like fat. A slight underestimation of the vessel wall area is observed. This may be attributed to the superior *CNR* in the T2P-3DGE technique, which provides a better delineation of the vessel wall. Whether these contrast differences and slight differences in the vessel wall area will cause diagnostic consequences must be proven by further clinical evaluation.

The main motivation of applying the T2P-3DGE sequence is the shortening of acquisition time in lengthy 3D acquisitions. In our case, the acquisition time per slice could theoretically be reduced to 25% without obvious changes in the resulting lesion contrast. However, due to the intrinsic lower SNR in T2P-3DGE, in our current setup three signal averages are required for ensuring sufficient SNR, whereas in the T2W-3DTSE a single signal average appears sufficient. Thus currently, the acquisition time gain is 25%, only. The currently superior *SNR* and *CNR* in the T2P-3DGE techniques show the potential for further reduction of the measurement time. In combination with high field-strength or improved coil designs, the related increased SNR may even enable full utilization of the theoretical gain in acquisition speed. But even for the current setup, the application of the T2P-3DGE technique in combination with multiple signal averages appears promising for increasing the volume coverage by a factor of three without any prolongation of the overall acquisition time. Furthermore, when keeping the covered volume constant, the required signal averages can be applied for further reduction of motion artifacts caused by swallowing or pulsatile motion of the arteries.

The TSE-based as well as GE-based sequences tested here, have been optimized regarding providing sufficient SNR while maintaining scan times in reasonable limits. Potential further reduction of acquisition time may rise from using variable flip angle TSE approaches enabling longer echo trains and by exploiting parallel imaging techniques for T2P-3DGE.

Conclusions {#Sec12}
===========

The T2-prepared gradient echo approach can be applied for providing similar T2-weighted contrast as known from the conventional T2W-TSE imaging technique in shorter image acquisition time. The impact of the slight contrast variations introduced by the intrinsic T1 weighting of the 3DGE sequence on the diagnostic accuracy has to be evaluated in further clinical studies.

**Authors' contributions**

VR and GM were responsible for the design, data collection and overall investigation, VR was also responsible for the statistical analysis part. JZ, AB and NM were responsible for data collection and data analysis part. NL and WB were responsible for the MR protocol design and the segmentation part. All authors (1) have made substantial contributions to conception and design, or acquisition of data, or analysis and interpretation of data; (2) have been involved in drafting the manuscript or revising it critically for important intellectual content; and (3) have given final approval of the version to be published. Each author has participated sufficiently in the work to take public responsibility for appropriate portions of the content. All authors read and approved the final manuscript.

Acknowledgements {#FPar1}
================

This research was supported by a Jiangsu Province Science and Technology Agency Grant BE2016785.

Competing interests {#FPar2}
===================

Other than the grants listed in the acknowledgement section, the authors declare that they have no other competing interests.

About this supplement {#FPar3}
=====================

This article has been published as part of BioMedical Engineering OnLine Volume 15 Supplement 2, 2016. Computational and experimental methods for biological research: cardiovascular diseases and beyond. The full contents of the supplement are available online <http://biomedical-engineering-online.biomedcentral.com/articles/supplements/volume-15-supplement-2>.

Availability of data and materials {#FPar4}
==================================

Data and materials are available upon request.

Ethics approval and consent to participate {#FPar5}
==========================================

The study was approved by the Ethic Committee of University Hospital of Ulm with signed written informed consent obtained from all patients.

Funding {#FPar6}
=======

Publication of this article was funded by Jiangsu Province Science and Technology Agency Grant BE2016785.
